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A B S T R A C T
Chemical analysis (detection and monitoring) of compounds associated with the metabolic activities of an or-
ganism is at the cutting edge of science. Volatile metabolomics (volatolomics) are applied in a broad range of
applications including: biomedical research (e.g. disease diagnostic tools, personalized healthcare and nutrition,
etc.), toxicological analysis (e.g. exposure tool to environmental pollutants, toxic and hazardous chemical envi-
ronments, industrial accidents, etc.), molecular communications, forensics, safety and security (e.g. search and
rescue operations). In the present review paper, an overview of recent advances and applications of the vola-
tolomics will be given. The main focus will be on volatile organic compounds (VOCs) originating from biological
secretions of various organisms (e.g. microorganisms, insects, plants, humans) and resulting fusion of chemical
information. Bench-top and portable or field-deployable technologies-systems will also be presented and dis-
cussed.
1. Metabolomics
Recent advances in molecular sensing technologies allow the devel-
opment of analytical approaches and tools that can screen, analyse and
decode phenotype variations. The outcomes of such analyses can elabo-
rate the details of processes evolved within the metabolism of an organ-
ism. Metabolomics describes these biological processes by utilising low
molecular weight (<2000Da) compounds that are produced by cells as
chemical tools during metabolism [1,2]. Metabolomics enables the char-
acterization and screening of specific markers and their patterns to ob-
tain sufficient information of the physiological health status of an or-
ganism, as well as during environmental and genetic changes or under
stress conditions [1].
Gold standard instrumentation available for metabolomics is
stand-alone or hyphenated mass spectrometry (MS), ion mobility spec-
trometry (IMS), nuclear magnetic resonance (NMR), high-performance
liquid chromatography (HPLC), gas chromatography (GC) and Fourier
transform infrared spectroscopy (FT-IR). These analytical techniques are
complementary allowing qualitative, quantitative, structural and time
evolving information about the metabolites [3].
The Human Metabolome Database (HMDB) [4] is considered to be
the most complete collection available of human metabolites found in
urine, blood and cerebrospinal fluid samples. It is an open access col-
lection of all the available chemical, physical and biological data associ-
ated with human metabolites (>40,000) including spectral and quanti-
tative information and their classification.
The combined knowledge of the metabolome, genome and proteome
can describe an organism both chemically and biologically. However,
due to past and recent climatic events, environmental and pollution
factors, diet, human lifestyle and medication, the human metabolome
and all the processes occurring within it may be influenced. Thus, the
metabolome is a synergy of endogenously generated and exogenously
introduced compounds, some of which interfere [5]. This review pa-
per focuses on an essential part of metabolomics: the volatile-omics
(volatolomics), which are mainly associated with the study of volatile
emissions of final stage metabolites [6,7]. This allows a holistic ap-
proach to the volatolome from the micro-world (microorganisms e.g.
bacteria) to the macro-world (e.g. insects, plants, humans). It iden-
tifies highly promising current application areas with rapid growth
potential and considers a possible future orientation to
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Fig. 1. Workflow illustration summarizing selective applications for volatolomics.
Table 1
Potential chemical attractants of mosquitoes [55].
1. Carbon dioxide
2. l-Lactic acid
3. Octanal
4. Nonanal
5. Decanal
6. Butanone
7. 3,7-Dimethyl-6-octanol
8. 1-Octen-3-ol
9. Phenol
10. Eicosane
11. Diphenyl ether
12. 2-Ethyl hexanol
wards field chemical analysis, with miniaturized and portable analyti-
cal systems for real-time in-vivo metabolomic and volatolomic research
(Fig. 1).
2. Volatolomics
Olfaction is one of the most important senses and processes for
chemical and biological communication and interaction between hu-
mans, animals and plants. Volatolomics is a recently introduced non-in-
vasive approach that constitutes the study of the volatile organic com-
pounds (VOCs) that are emitted by the metabolome [6]. VOCs are low
molecular weight organic compounds (<350amu), which can trans-
mit from the liquid phase into the gaseous phase at room tempera-
ture (25 °C) and pressure of 760mmHg. They can be categorised in
a wide range of groups depending their volatility (e.g. very VOCs,
VOCs, semi-VOCs, etc.), their origin (e.g. biogenic or anthropogenic,
endogenous or exogenous, etc.) and their emission source (e.g. out-
door, indoor, industrial, material, building, etc.) [8]. Traditionally, vola-
tolomics focuses on VOCs originating from human body secretions (e.g.
breath, sweat,
urine, feces, saliva, etc.) and carry information related to medical diag-
nostics. However, as it will be discussed below, volatolomics can cover
all living organisms and is therefore a useful tool in a wide range of ap-
plications [9–13].
a) Humans
Within the human body, a complex interaction of biochemical
processes continuously occurs. These processes result in volatile
metabolites, which are emitted in human bodily fluids and tissues (i.e.
lungs, skin, etc.). When abnormalities or changes occur, the conven-
tional final volatile metabolic products are altered, and/or new VOCs
are generated. Variations in the volatile profile of the human biochem-
istry can be identified in the headspace area above human skin - sweat,
urine, blood, saliva, cells and directly in the exhaled air [9–13].
The human volatolome constitutes of a matrix of compounds con-
tained within human body odor (breath and skin VOCs), which can
provide diagnostic information of various diseases in an efficient and
non-invasive way with the right analytical tools [14]. Due to the nature
of human VOC samples, highly sensitive (low limits of detection – ppq
or ppt) and accurate, highly resolving approaches-methodologies are re-
quired for sample collection and analysis.
b) Microorganisms
VOCs play a major role in intra- and inter-kingdom microbial com-
munication [15,16]. Microorganisms can release specific VOCs that al-
low above- and below ground short- and long-distance interactions
among themselves or with plants and insects [15,17]. These microbial
VOCs are responsible for the generation of beneficial or harmful effects
on other organisms, as they allow accurate communication (chemical
signalling followed by message transmission and subsequent decoding)
[15,16,18–21]. Microbial molecular communication using VOCs occurs
2
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Table 2
Representative VOCs in exhaled breath, as possible diagnostic markers of various diseases
[74–100].
Disease Possible characteristic breath volatile marker
1 Diabetes Acetone, ethanol
2 Liver diseases Carbonyl sulfide, carbon disulfide, isoprene
3 Pulmonary
tuberculosis
Naphthalene,1-methyl-, 3-heptanone,
methylcyclododecane, etc.
4 Breast cancer Nonane, tridecane, 5-methyl, undecane,
3-methyl, etc.
5 Lung cancer Benzene,1,1-oxybis-, 1,1-biphenyl,2,2-diethyl,
furan,2,5-dimethyl, butane, sulfur compounds,
etc.
6 Renal disease Ammonia
7 Unstable angina Octane,4-methyl, decane, 4-methyl, hexane, etc.
8 Heart transplant
rejection
Propane,2-methyl, octadecane, octane, 5-methyl,
etc.
9 Schizophrenia Pentane, carbon disulfide
10 Acute myocardial
infarction
Pentane
11 Acute asthma Pentane
12 Rheumatoid arthritis Pentane
13 Active ulcerative
colitis
Ethane
14 Asthmatic
inflammation
Nitric oxide
15 Bronchiectasis Nitric oxide, carbon monoxide
16 Chronic obstructive
pulmonary disease
(COPD)
Nitric oxide
17 Cystic fibrosis Hydrogen cyanide, ethane, propane, pentane,
etc.
18 Liver diseases Acetaldehyde, pentane
19 Anaemia Carbon monoxide
20 Lipid peroxidation Ethane
21 Oxidative stress Carbon dioxide (C ⁠13 isotope), toluene, benzene,
heptane, decane, styrene, octane
22 Hyperglycemia in type
1 diabetes
Methyl nitrate
23 Periodontal disease Pyridine
24 Nervous system
disorder
Methanol
25 Blood cholesterol Isoprene
26 Intestinal problems Methane
Table 3
Representative VOCs emitted from various human body sources
[94–101,121,122,129–138].
Body
source
No of
VOCs
identified Representative VOCs
Exhaled
breath
874 Acetaldehyde, acetone, butanone, 1-butene, dimethyl
sulfide, ethanol, ethyl acetate, ethylene, furan, hexanal,
isoprene, isopropanol, methanol, methyl ethyl ketone,
pentane, 1-pentene, n-propanol, etc.
Saliva 353 Ethyl alcohol, isopropyl alcohol, 1-propanol,
2-methyl-1-propanol, 1-butanol, hexanal, nonanal,
2,3-butanedione, 2-heptanone, octane, limonene, p-
cymene, etc.
Skin 504 d-Limonene, a-pinene, dodecane, acetone, lactic acid,
propanoic acid, toluene, nonanal, hexanal, heptanal, etc.
Urine 279 Acetone, 2-pentanone, 4-heptanone, 1H-pyrrole,
2-butanone, toluene, benzene, ethanol, hexane
2,2-dimethyl, p-xylene, phenol, etc.
Blood 130 Acetone, isoprene, butane, 2,2,2,3-tetramethyl, toluene,
phenol, etc.
Feces 381 Ethanoic, butanoic, pentanoic acids, benzaldehyde,
ethanal, carbon disulfide, dimethyldisulfide, acetone,
2-butanone, 2,3-butanedione, 6-methyl-5-hepten-2-one,
indole, and 4-methylphenol, etc.
between bacteria, fungi, bacteria-fungi, bacteria-fungi-plants, etc. [15].
Headspace solid phase microextraction gas chromatography mass spec-
trometry (HS-SPME-GC–MS) has been utilised extensively to study
volatile metabolites of biocontrol fungi [22]. In addition to SPME, ther-
mal desorption (TD) has been used for sample collection. Proton-trans-
fer-reaction mass spectrometry (PTR-MS) has also been employed for
Table 4
Major volatile markers identified in the headspace gas area above animal and human
corpses during their decomposition stages [139,140,142–144].
Decomposition
stage
Time after
death Representative VOCs
Fresh Up to 3days Hexane, octane, decane, decane trimethyl,
ethanol, 2-propanol, phenol, 2-propanone,
2-butanone, dimethyl disulfide, dimethyl
sulfide, dimethyl trisulfide, methyl ethyl
disulfide, methyl benzene, p-xylene, o-xylene,
m-xylene, styrene, d-limonene, etc.
Bloated 3–10days Sufur dioxide, dimethyl disulfide, dimethyl
trisulfide, indole, 1-propanol, 4-methylphenol
Active decay 10–20days Sulfur dioxide, dimethyl disulfide, dimethyl
trisulfide, trimethylamine, methenamine,
indole, carboxylic acids (e.g. acetic acid,
butanoic acid, pentanoic acid, benzoic acid,
etc.), ketones (e.g. 2-butanone, 2-pentanone,
etc.), phenols (e.g. 4-methylphenol, etc.)
Advanced decay 20–50days Dimethyl disulfide, dimethyl trisulfide, indole,
carboxylic acids (e.g. acetic acid, propanoic
acid, 2-methylbutanoic acid, 3-methylbutanoic
acid, etc.), ketones (e.g. 2-pentanone, etc.),
alcohols (e.g. 2-propanol, etc.)
Skeletonization 50–365days Dimethyl disulfide, dimethyl trisulfide,
carboxylic acids (e.g. acetic acid, propanoic
acid, butanoic acid, 2-methylbutanoic acid,
3-methylbutanoic acid, etc.), 2-butanone,
2-pentanone, 2-propanol, hydrocarbons (e.g.
pentane, hexane, heptane, octane, tridecane,
eicosane, etc.)
on-line sniffing of volatiles produced from microbial cultures (Es-
cherichia coli, Shigella flexneri, Salmonella enterica, and Candida tropicalis)
[16].
Bohm et al. give an extensive overview of the role of VOCs in the
micro-world [15]. It is noticeable that VOCs produced by bacteria can
be used as biocontrol agents against plant pathogens, can boost the
inhibitory activity against specific bacterial diseases, can enhance the
growth of neighbouring bacteria, or even can modulate the behaviour
of other bacteria against certain conditions. In the world of fungi, VOCs
such as 1-octen-3-ol can modulate the development of filamentous fungi
[15]. Other fungal VOCs, can regulate the growth and the establishment
of their population [15]. Some other fungal species can generate VOCs
with strong effect against their competitors or other antagonistic fungal
species. VOCs play a major role in the fungi-bacteria communication for
partner identification or to modulate the growth of a population or even
to repel competitors [15]. Other microorganisms such as the nematodes
Caenorhabditis elegans have highly developed chemo-sensory reception
systems and can be used for the detection of VOCs for environmental
monitoring and/or security related operations (e.g. detection of explo-
sive-related chemicals) [23].
c) Plants
Plants are constantly exchanging information using chemical signals
(biogenic VOCs) concerning their surrounding environment, including
the generation of defence alarms in the case of external enemies. This
can result in the activation of specific mechanisms for survival. Plant
communication is performed either underground (by chemicals released
by their roots and spread through the soil) or in the ambient air by spe-
cific VOCs [24–26]. Plant communication above soil is a well explored
area. However, little is known about under soil communication between
plants and micro and macro organisms. This is important for providing
the right nutrition for optimal plant growth.
Plants have also shown that they release volatile markers, when
they are affected by disease. Infectious diseases (e.g. those caused by
fungi, parasitic plants, nematodes, etc.) and non-infectious diseases
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Table 5
Advantages and limitations of the existing molecular technologies for volatolomics.
Technique Advantages Limitations
GC–MS 1. Pre-concen-
tration
2. Low LOD
(ppt-ppb)
3. High sensi-
tivity
4. High speci-
ficity
5. High selec-
tivity
6. Accuracy
7. Qualitative
& quantita-
tive analy-
sis
8. Commer-
cial li-
braries
1. High purchase and maintenance
costs
2. Require specialised personnel for
operation
3. Bulky size and high weight
4. Long analysis times
SIFT-MS 1. Real-time
analysis
2. Low LOD
(sub-ppb)
3. High sensi-
tivity
4. High speci-
ficity
5. Self-cali-
bration
1. Uncertain identification of analyte
ions
2. Limit of quantification
3. Lack of commercial libraries
PTR-MS 1. Real-time
analysis
2. Low LOD
(sub-ppt)
3. High sensi-
tivity
4. High speci-
ficity
5. No sample
preparation
6. Soft ioniza-
tion – small
number of
fragments
7. No sample
pre-concen-
tration
1. Maximum measurable concentra-
tion
2. Lack of commercial libraries
Table 5 (Continued)
Technique Advantages Limitations
MIMS 1. Near-real
time analy-
sis
2. Low LOD
(ppt)
3. High selec-
tivity
4. No sample
preparation
5. Gas, liquid
and soil
analysis
6. Low cost
7. Low power
consump-
tion
8. Integrates
with
portable
systems
1. Requires stable membrane temper-
ature for reliable quantitative
analysis
2. Requires temperature-programmed
desorption for resolving complex
mixtures
High performance MS
with ambient
ionization (e.g.
APCI, SESI)
1. Real-time
analysis
2. No sample
prepara-
tions
3. MS/MS ca-
pabilities
4. Low-inva-
sive
1. Possible contamination of new
samples
IMS 1. Real-time
analysis
2. Low LOD
(ppb)
3. High sensi-
tivity
4. High speci-
ficity
5. Fast re-
sponse
times
6. Portability
(size &
weight)
7. Robustness
1. False-positive alarms
2. Lack of performance in highly con-
taminated chemical environments
3. High bureaucracy for the systems
with radioactive sources
E-noses [45–52] 1. Fast re-
sponse
times
2. Low cost
3. Portability
1. Unstable results
2. Saturation effects
3. Low specificity
4. Relatively poor sensitivity
Table 5 (Continued)
Technique Advantages Limitations
Laser absorption
spectroscopy (LAS)
[163,164]
1. Qualitative
information
2. Near real-
time mea-
surements
3. Low instru-
ment costs
4. Sensitivity
5. Selectivity
1. Cannot resolve complicated mix-
tures – identification of single (or a
small combination) of molecules
Nanotechnology [8] 1. High sensi-
tivity
2. Fast re-
sponse
times
3. High selec-
tivity
4. Miniatur-
ized size
1. Cannot resolve complicated mix-
tures
2. Need for results cross-validation
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Table 6
Commercially available portable MS-based instruments for volatolomics determination and their main characteristics.
Product
Weight
(kg) Dimensions (cm)
Mass range
(Daltons)
Power
(W) Other information
MS – 200 (Kore Technology
Ltd)
20 53.1×32.8×1.3 1–1000 1 spectrum every 5min
TRIDION™ - 9
GC–MS (toroidal ion trap
MS)
14.5 38.1×39.4×22.9 50–500 120 Use of solid phase micro extraction (SPME) fiber syringe as an inlet
Griffin™ 400 37 48.7×48.7×45.7 40–425 600 Transportable GC–MS
IonCam™ 19 43.8×43.2×25.4 1–72 or
6–210
(according to
the design)
150
EcoSys-P 20 61.6×49.3×22.0 Up to
200–300
170
Dq1000™ (portable
quadrupole mass
spectrometer)
23 66×19×38 Up to 140 390 Detection and analysis of hydrocarbons and other species in oil-based drilling
operations
VapourSense500 (Q-
Technologies) (portable
dual filter quadrupole MS)
<17 61.6×49.3×22 0–500
(ability to
increase up
to 1.000)
<75 Simulations on dual filter QMS using the CPO3D software, showed that when a
pre-filter is added to the main quadrupole analyser, ion trajectories are more
stable and ion focusing is enhanced by at least a factor of two.
(e.g. caused by environmental factors such as light, oxygen, air pollu-
tion, soil composition, agrochemicals, etc.) generate characteristic VOCs
[25–28]. Detection, qualitative identification and quantification of bio-
genic VOCs emitted from diseased plants have been previously inves-
tigated by various techniques such as gas chromatography (GC) fol-
lowed by Flame Ionization Detection (GC-FID) or GC connected with MS
(GC–MS). MS based methods such as direct injection (DI-) MS, atmos-
pheric pressure chemical ionization (APCI-MS), proton transfer reaction
(PTR-MS), and selected ion flow tube (SIFT-MS) have been so far ap-
plied for the rapid monitoring and quantification of VOCs [29–42].
Other technologies, appropriate for field chemical analysis of VOCs
emitted by plants are the electronic nose (e-nose or EN), which has been
reported for successful application in agriculture [43–52]. ENs are in-
telligent chemical sensor array systems, typically consisting of two ma-
jor components: (a) a gas sensor array, and (b) a pattern recognition
system. The most frequently used sensors are the metal oxide semicon-
ductor (MOS) based and conducting polymer sensors. The drawbacks of
MOS sensors include their high sensitivity to alcohol, the binding with
substance like sulfur compounds and weak acids, and the high work-
ing temperatures. MOS are insensitive to humidity (as they are oper-
ated in temperatures between 50 °C and 400 °C) and present long self-life
[45]. Polymers are cheap and operate at ambient temperatures. How-
ever, their relatively slow response times (20–40s) and temporal drift
are their main drawbacks, resulting in low repeatability over long time
periods [43–45].
ENs have been used to detect the causal agent of plant disease, such
as fungi and bacteria. Li et al. used the Cyranose 320 chemical vapour
sensing instrument to detect post-harvest fungal disease in blueberries
in a controlled environment [46]. Loathawornkitkurt et al. evaluated
the potential of plant volatile signature for pest and disease monitoring
in cucumber, pepper and tomato plants [47]. They used the EN Blood-
hound ST214 obtained from Scensive Technologies Ltd., UK, for deter-
mining its responses to VOCs released by plant leaves in experiments
conducted in a greenhouse. Zhang et al. used a portable electronic nose
(PEN) developed by Airsense Analytics Inc., Germany, consisting of an
array of 10 MOS sensors, to measure the profile of VOCs released from
wheat damaged with age and insects [48]. The authors were able to
classify the different categories of wheat grains. Spinelli et al. evalu-
ated a near infrared and EN system to detect fire blight in pear plants
[49]. It was reported that the EN system was able to provide a dis-
tinct olfactory signature required to identify that disease. Markom et al.
used an EN to detect stem rot disease in oil palm plantation during field
experiments [50]. The novel EOS⁠835 EN (Sacmi Imola s.c.a.r.l., Italy),
based on an array of six thin film MOS sensors, was used for the deter-
mination of the fingerprint of peeled tomatoes, which have been artifi-
cially spoiled with bacteria and fungi [51]. The same EN was applied to
detect spoilage of maize cultivation by fungi [52].
Moreover, IMS and specifically field asymmetric – IMS (FAIMS) has
been used on a tomato greenhouse for health monitoring of tomato
plants [53]. Linear ion trap mass spectrometry (LIT-MS) has also been
previously used by Soparawalla et al. for in situ analysis of agrochemi-
cals residues on apples using ambient ionization and results concluded
in clear distinction between organic and non-organic apples [54].
d) Insects
As mentioned above, human body odor results from the combined
complex interaction of skin glands and the secreting organic compounds
from the colonised bacteria of the human skin. These bacteria
metabolise and transform the odorless sweat to an odorous liquid com-
prising of some hundreds of VOCs that disperse in the surrounding en-
vironment and mediate the attraction of insects [8,55–58]. Human de-
tection by insects is usually a matter of time, distance and is affected by
the surrounding environmental conditions, e.g. relative humidity, tem-
perature, etc.
Mosquitoes are a worldwide threat both for human public health,
as well as to plant cultivation and also industrial livestock production.
Malaria, yellow fever, leishmaniasis, plague, dengue fever and typhus
are representative of diseases that mosquitoes are responsible for caus-
ing and spreading. In Africa, the risk to public health is huge with
>700,000 deaths per annum caused by mosquito bites [59]. Anthro-
pophilic mosquitoes using physical and chemical cues can sniff VOCs
produced by the human body and to bite. Along with dogs, rats and
bees, they are considered ideal biological detectors. Previous work using
GC–MS has proposed potential chemical compounds found in human
body odor, which attract mosquitoes (Table 1). The role of the vola-
tolomics in insects' world is further discussed throughout the paper at
various points, such as in the agricultural and forensic applications that
are followed.
5
UN
CO
RR
EC
TE
D
PR
OO
F
S. Giannoukos et al. Journal of Chromatography B xxx (2018) xxx-xxx
2.1. Exposure tool
Human exposure to a toxic, pollutant and potential hazardous chem-
ical environment can generate severe health issues such as lung issues,
cardiopulmonary disease, neurodegenerative diseases, disorders, can-
cer or even death [60,61]. After exposure to extreme environments,
metabolomics can be used to perform rapid toxicological analysis of af-
fected humans [62,63]. Blood and urine samples can be collected for
analysis to determine possible inflammations by measuring the chemi-
cals themselves or their by-products or final metabolites. Inhaled toxic
VOCs such as pneumotoxic metals, organometallic compounds, halo-
genated hydrocarbons and/or aerosols and particles and their spread in
the human organs can be measured in human breath using trace-level
analytical techniques (e.g. MS, IMS, etc.) [64–71]. Exhaled breath test-
ing has been recently implemented as a safety health status monitoring
tool in occupational hazard applications such as wildfires, in dangerous
industrial areas and the military to protect personnel from exogenous
chemical threats [62]. Chronic exposure to harmful compounds can also
be measured via breath monitoring and characterization. This allows
the development of toxicokinetic models, chemical toxicity prioritiza-
tion, prediction models for inflammatory responses for medical doctors
and first responders [70].
Commonly available instrumentation for off-line elemental analysis
is based on inductively coupled plasma – mass spectrometry (ICP-MS)
or electrothermal atomic absorption spectroscopy (ETAAS) [72,73]. Di-
rect injection ICP-MS results on the total amount of an element. In
some cases, speciation is required, which can be obtain by hyphen-
ated ICP-MS techniques such as LC-ICP-MS. These techniques despite
their advantageous characteristics, lack portability and time-resolving
capability, which is usually >1h excluding sample transportation time.
These generate the requirement for portable or even wearable sensing
systems allowing in-situ detection capabilities of trace elements in a
qualitative and quantitative way.
2.2. Disease diagnostic tool
VOCs emitted from human biological sources (e.g. breath, sweat,
urine, feces, etc.) have been used for a wide range of applications in-
cluding diagnostic purposes in medicine, toxicological analysis, dop-
ing control, etc. [74,75]. Exhaled breath has been extensively stud-
ied for decades and widely used for a number of health-related is-
sues (e.g., early diagnosis of diseases, pharmacokinetic studies, sub-
stance metabolism monitoring). VOCs in human exhaled breath can
provide pivotal characteristic information of human health status, of
metabolic processes, of various pathological conditions (e.g. oxidative
stress, lung cancer, breast cancer, prostate cancer, etc.) and disorders
[76–81]. Despite the usefulness of the VOCs and the potential for reli-
able on-site measurements, further investigation both qualitatively and
quantitatively, are still required to provide clinically established single
or multi-component volatile signature/alarm patterns.
Volatile biomarkers from human secretions (e.g. breath, urine) have
the potential to distinguish patients with asthma from patients with
other lung diseases [76,77,80–82]. Increased levels of ethane, pentane
and aldehydes have been identified in the exhaled breath of patients
with asthma as possible breath markers [83]. Preliminary research has
been undertaken in this direction with positive outcomes, which still re-
quires further investigation and evaluation. However, due to the small
patient sample size considered, further research is required. VOCs from
human secretions have also been investigated as potential biomark-
ers for the detection of various types of cancer. Researchers at the
University of Liverpool perform pioneer research on bowel, prostate
and liver cancer [84–86]. They have developed an electronic nose
(Odoreader) based on GC combined with advanced mathematical
models able to sniff VOCs from biological samples and to diagnose
malignancies with high accuracy. VOCs generated from different fecal
microbiotas of children with celiac disease, before and after they fol-
lowed a gluten free diet and comparison with healthy children using
solid-phase microextraction SPME-GC–MS, has been investigated [87].
The dental community is currently using gas-phase analytical technolo-
gies to assess, and cure halitosis produced by oral bacteria that pro-
duce volatile sulfur compounds (VSCs) such as hydrogen sulfide, methyl
mercaptan, and dimethyl sulfide [88]. Research has also been done
in the correlation of VSCs with the progression of periodontal disease
[89]. The Zurich Exhalomics [90] project, combines three non-invasive
technological approaches: secondary electrospray ionization (SESI)-MS,
quantum cascade laser-based vibrational spectroscopy and chemical
sensors with aim to detect and monitor characteristic volatile biomark-
ers in as many as possible breath detectable diseases. Table 2, presents
a selection of representative VOCs in exhaled breath, which have been
identified and linked with various diseases and can act as possible diag-
nostic markers [91–100].
Conventional chemical analysis of VOCs in biological samples is
accomplished with laboratory testing using bulky and heavy analyti-
cal systems, as well as time-consuming and cost-demanding complex
processes performed by specially trained personnel. There is also lack
of standardized repeatable protocols for sample collection, transporta-
tion, storage and analysis. Thus, current and future trends are oriented
towards field chemical analysis (FCA) as an advanced solution for rapid
decision making and situational awareness outside the laboratory, at the
point-of-analysis (e.g. in a medical centre or for point-of-care diagnos-
tics).
2.3. Personalized nutrition and healthcare
The process of nutrition involves the consumption, assimilation and
bioprocessing of food resources for energy production, growth and re-
pairing processes of the human body. Nutrition balance also involves
the processes of catabolism and excretion. With the rapid increase of
new dietary intakes or diet styles, new metabolic risks may appear. In
addition, and despite the technological improvements in the food in-
dustry, there is an increasing requirement for customized and personal-
ized nutrition due to different dietary needs. For example, the dietary
needs for an athlete are different from an office worker or a diabetic
person should follow a different diet lifestyle from a non-diabetic. Some-
times, even in the same target group of people, different subgroups have
different nutrition needs, e.g. a bodybuilding athlete has different di-
etary needs from a runner. Thus, new food products (e.g. dietary supple-
ments, pills, powders, energy bars, etc.) are being developed with high
speed for assisting human wellbeing or improving health and their ef-
fects on the human organism need to be tested with high precision and
with smart and accurate ways [101,102]. Metabolomics and specifically
breath volatolomics could be a new non-invasive approach for screening
potential indicators of metabolic risks arising from new food products
or from different diets.
Existing monitoring methodologies for food products' biotransfor-
mation available in the market include demanding and time-consum-
ing clinical studies using mostly blood and urine analysis. Alternatively,
on-line exhaled breath analysis could be used as a non-invasive tool for
the determination of volatile breath markers associated with the me-
tabolism of existing or new food products (e.g. 3D printed products
enriched with bioactive ingredients). Expired air could allow the real
time monitoring of targeted food properties or the synergism of various
food-stuffs or even diets enriched with specific groups of compounds
(e.g. diet high in protein consumption) [103–106]. Research in this field
is still limited; however, these characteristic breath markers could po-
tentially be associated with short- and long-term health effects, bene-
ficial actions or drawbacks of these products. The chemical analysis of
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expired air with state-of-the-art analytical instrumentation, novel sam-
pling methodologies and advanced signal processing approaches such as
chemometrics, could allow the chemical profiling of breath variations
when a particular diet is followed, or a natural or synthetic substance is
taken by an individual.
In personalized healthcare, breath analysis has been demonstrated
by clinicians to allow determination of the smoking habits of an indi-
vidual [107–110]. Currently, blood and urine analysis of cotinine (a pri-
mary metabolic product of nicotine) was used as a diagnostic tool. How-
ever, recent research on breath samples of smokers and non-smokers
using SESI-high resolution MS showed that some breath markers (e.g.
hydroxy-2,4-hexadienal, a benzene metabolite which is related to to-
bacco smoke) could provide, with high precision, information on the
smoking conditions of a human [107]. Similarly, the early stage metabo-
lites (11-hydroxy-delta-9-tetrahydrocannabinol and 11-nor-9-car-
boxy-tetrahydrocannabinol) of (−)-trans-Δ9-tetrahydrocannabinol
(THC), was shown that can be detected in human exhaled breath using
field asymmetric IMS-MS. The above allows the differentiation of peo-
ple who use medical and recreational marijuana from non-users (within
a few hours after consumption) and provides data for real-time pharma-
cokinetic measurements [111–116].
In personalized nutrition and healthcare, exhaled air analysis is ad-
vantageous compared to conventional blood or urine analysis. This is
due to its non-invasive nature, the unlimited sample quantity and re-
quires no sample preparation or pre-treatment. Breath analysis can be
supported by demonstrated field analytical chemistry technologies for
real-time on-site analysis.
2.4. Safety and security tool
2.4.1. Search and rescue
The most critical task during crisis management operations in any
scale of a disaster is the search, early detection and localization of
human survivors. Equally important is the localization of dead bodies
for delivery to their families. In the recent years, the European Union
has funded several search and rescue projects (i.e. SGL for USaR, Dar-
ius, ICARUS, TOXI-triage, etc.) [117–120] to investigate state-of-the-art
technologies and to develop novel approaches (including artificial sniff-
ing and identification of VOCs emitted from the human body) for the
early detection and localization of human victims (alive or dead) un-
der the ruins of collapsed buildings after natural (e.g. earthquakes,
tsunami, wildfires, etc.) or manmade (e.g. bombing attacks, terrorist
events, industrial accidents, etc.) catastrophes [121,122]. The Second
Generation Locator for Urban Search and Rescue Operations (SGL for
USaR) project [117] was focused on large scale structural collapses in
urban areas. In the framework of this project, an extensive experimen-
tation to identify the chemical profile (metabolites and volatolomics as-
sociated with breath, skin and other body secretions) of human vol-
unteers in an entrapment simulation chamber was carried out. The
Trapped Human Experiment (THE) [123] aimed to monitor the al-
terations of the metabolic markers emitted from the human body of
10 healthy participants, enclosed within a confined simulation envi-
ronment throughout a period of 6h, using gas sensors (CO, CO⁠2, O⁠2,
NH⁠3), GC–MS, IMS and health tracking sensors. Human volatile emis-
sions were passed through a column packed with 5 sets of different
constructive materials like those that can be found in common build-
ings to simulate the environment of the debris and were being moni-
tored at different points and standard times [124,125]. Within the same
project, optical (visible and thermal cameras) and chemical (MS) sen-
sors were used to study VOCs emitted from the early stage of decay
in entrapment situations by using domestic pigs (Sus scrofa domesticus)
as an analogy to the human body both in laboratory and in field con-
ditions. Inorganic gases were periodically monitored using gas sensors
and VOCs were collected on standard stainless-steel sorbent tubes filled
with Tenax TA and Carbopack X for bench-top thermal desorption (TD)
- time-of-flight (ToF) - MS analysis [126]. In the same context, vital pa-
rameters (i.e. cardiac output, blood pressure, electrocardiography, alve-
olar minute ventilation, etc.) were also investigated and correlated to
expired air using an ergometer and PTR-MS. The aim of this work was
to study volatile metabolites in the exhaled breath of people under
working conditions. Also, interaction of volatile markers (i.e. acetone,
propanal, 3-methyl-2-butanone, 2-methylpropanal, 4-heptanone, 2-hep-
tanone and octanal) found in human urine with common building ma-
terials (i.e. quartz sand), were also investigated with ion mobility spec-
trometry (IMS) [127].
As a continuation of the SGL for USaR project, the Deployable
SAR Integrated Chain with Unmanned Systems (DARIUS) project [118]
aimed to enhance first responders' operational capabilities by integrat-
ing chemical sensing systems onto unmanned vehicles. DARIUS com-
bined concepts and multiple agencies to deliver technical solutions.
Ground, air, maritime and underwater unmanned robotic platforms
equipped with sensing technologies (e.g. cameras, audio, radar, chemi-
cal sensors, etc.) were tested in earthquake, forest fire and marine res-
cue scenarios. Similarly, the “Integrated Components for Assisted Res-
cue and Unmanned Search operations” - (ICARUS) project [119] focused
on the development of optical sensing systems for integration on UAVs
for human search and rescue. In the same content, TOXI-triage project
[120] aims to develop and deliver novel search and rescue tools and
approaches by using non-invasive diagnostic tests based on metabolites
of injury (occurred from chemical, biological, radiological and nuclear
poisoning - CBRN) found in breath, skin and saliva. The G.A.S. Breath-
Spec GC-IMS can be used by first responders to screen human exposure
to CBRN agents through rapid analysis and characterization of breath
metabolites. The TOXI-triage also develops miniaturized IMS for inte-
gration onto unmanned drones for stand-off detection of chemical haz-
ards and toxic industrial compounds (TICs).
To assist USaR teams, researchers developed a low-cost nanostruc-
tured metal oxide sensor array (Si-doped WO⁠3, Sidoped MoO⁠3, and
Ti-doped ZnO) and combined it with commercial CO⁠2 and relative hu-
midity sensors to detect characteristic breath and skin emitted volatile
metabolic tracers (acetone - lipolysis, ammonia – protein metabolism
and isoprene – biosynthesis of cholesterol) during the first 2h of en-
trapment [128]. The developed sensor was tested with nine volunteers
placed within a plethysmographic chamber, and its performance was
evaluated with selective reagent ionization time-of-flight mass spec-
trometry (SRI-TOF-MS) [128]. The small size and weight alongside its
high sensitivity (low ppb), specificity and response times (<3min) al-
lows integration onto handheld devices of rescuers or on unmanned aer-
ial vehicles (UAV) for remote sensing. Table 3 summarizes representa-
tive VOCs emitted from various human body sources.
2.4.2. Forensic aspects
Human body decomposition is a natural complex process integrat-
ing continuously evolving physical, chemical and biological changes.
Environmental and weather conditions, such as temperature, humid-
ity, environment (soil or aqueous) composition can affect decay process
and thus the metabolic processes happening onto the corpse [139,140].
Laboratory-based or on-site detection and characterization of VOCs re-
lated to human body decay in crime scenes is interrelated to thana-
tochemistry (the chemistry of death) and can allow the description of
the decomposition process at different stages. Qualitative and quantita-
tive data on specific VOCs can provide information on the exact time
of death or can even describe a forensic event or a murder case. De-
composition is a multistage process which evolves from autolysis of in-
dividual cells to a more complex tissue breakdown. Briefly it unfolds
from the fresh phase to the bloated stage, then to the active decay fol-
lowed by the advanced decay and eventually to the skeletonization.
Large biomolecules breakdown into simple organic matter molecules
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and release VOCs with characteristic odours. These VOCs attract spe-
cific groups of insects, which can be used by forensic entomologists to
estimate the postmortem period [139–145]. Table 4 presents represen-
tative volatile compounds in the air produced from animals and humans
during the five decomposition stages. Even though the use of VOCs in
the forensic science has great potential, there are legal and ethical lim-
itations, which do not allow extensive investigation. Research is mainly
based on animals such as pigs as human body simulators. Volatolomics
could therefore be a novel non-invasive and precise tool providing evi-
dence for law enforcement. “Body farms” are research facilities that al-
low in depth comprehension of the decomposition process of the hu-
man body using as many analytical techniques as possible in short- and
long-term period and at different conditions (different climates, clothing
of the corpse, etc.). Experimentation on human death allows forensic an-
thropologists to obtain a holistic knowledge of the decomposition of the
whole body or parts of it, which can then be applied in real-life murder
cases. Currently the United States of America hosts 7 body farms, Hol-
land the first forensic body farm in Europe, while there is a big call from
the United Kingdom. Australia recently opened a human decomposition
facility. Cadaver canines training and performance can be also improved
by recoding the chemical “puzzle” of decay. The latest trend towards
human decay studies is the wide involvement of advanced separations
techniques such as TD-GCxGC-ToF-MS next to chemometrics and the ex-
panding of air volatiles to soil, fabrics, fire debris and cloths forensic
VOCs.
Technologies for underwater (e.g. a river or a lake) detection of hu-
man corpses need also to be developed. Monitoring of characteristic
VOCs emitted from a dead human body hidden under water could be
very useful for on-site investigations. There is still a huge gap in knowl-
edge for such environments. Technologies such as membrane inlet MS
(MIMS) [146], could be used to screen water sources using membrane
sampling probes, which allow the selective detection and screening of
VOCs of interest.
3. Analytical instrumentation
3.1. Lab-based systems for volatolomics
GC–MS is the most widely used traditional analytical technique for
volatolomics [9,11,100,133]. It is considered to be the gold standard
in the chemical analysis of volatile and semi-VOCs, combining charac-
teristics that allow the qualitative identification and quantification of
trace-level components evolved from complex sample matrices. A gas
chromatograph (GC) is a precise pneumatic and temperature-controlled
oven that acts as a pre-separation device, which allows sample mole-
cules to travel through a mobile gas phase over a stationary liquid or
solid phase and to be separated according to their retention time prior to
the MS introduction and analysis [8]. The MS can have a single, dual or
triple quadrupole mass analyser, a time-of-flight (ToF), an ion trap, an
orbitrap, etc. [147,148]. Samples can be introduced into the GC injec-
tion port by a micro syringe containing sample molecules dissolved in a
solvent or with a solid-phase microextraction (SPME) fiber coated with
a liquid or a solid extracting phase. Sample VOCs and semi-VOCs collec-
tion can also be performed by using stainless steel or glass tubes filled
with absorptive materials. The tubes can be then introduced in a ther-
mal desorption unit (TDU) for heating and sample extraction within the
GC oven [123,126]. Two-dimensional gas chromatography (GC×GC)
combined with ToF-MS [9] provides enhanced chemical separation of
molecules (e.g. polar and non-polar), higher selectivity and sensitivity
compared to a common GC–MS, improved mass spectral deconvolution
and clearer library matches.
The MS may contain either a hard ionization (e.g. electron impact -
EI) ion source for fragmentation of the pre-separated sample molecules
or a soft chemical ionization source (e.g. positive or negative)
[56,65,66]. The most common detector in GC–MS systems is the elec-
tron multiplier (EM) and currently a triple-axis detector was introduced
by Agilent [149]. The triple-axis detector is a modified EM which drasti-
cally reduces neutral noise and ensures clean signals and very low detec-
tion limits. Commercial GC–MS systems contain novel tuning (auto and
manual) programs, so that they can perform “self-test” for leak detection
and calibration purposes. Data acquisition, interpretation and analysis
software (e.g. the “Mass Hunter” and “Chem Station” algorithms by Agi-
lent, the GC/MS solution by Shimadzu [150], the Xcalibur™ by Thermo
Scientific [151], the MS Workstation by Bruker [152], etc.) have been
developed to provide smart approaches for both qualitative and quanti-
tative analysis. The Wiley 10th and NIST libraries with >638,000 com-
pounds and 267,376 compounds, respectively are commercially avail-
able databases containing EI mass spectra and chemical structures re-
quired for the chemical characterization and identification of samples
under examination. Novel algorithms based on probability-based match-
ing (PBM), Manhattan distance composite algorithm and identity algo-
rithms have also been developed to support library searches.
SIFT-MS [153–157] is an analytical technique that allows the di-
rect analysis of VOCs in real-time providing quantitative information.
In SIFT-MS, reagent ions react with sample VOCs with well-understood
and controlled mechanisms. Reagent ions could be H⁠3O⁠+, OH⁠−, O⁠−, O⁠2⁠−,
O⁠2⁠+, NO⁠+, NO⁠2⁠−, and NO⁠3⁠−. SIFT-MS can perform self-calibration by
using exhaled breath absolute humidity and has detection limits of ul-
tra-low ppt within a few seconds.
PTR-MS [68,153,158] utilises a soft ionization ion source which
generates hydronium ion to react with gaseous sample molecules. In
PTR-MS sample molecules receive a proton from the hydronium ion and
thus they are ionised. PTR-MS has response times <1s and detection
limits below 1ppt. Due to the soft ionization, PTR-MS can provide clear
mass spectra originating from complex samples such as exhaled breath
or the headspace area above biological fluids.
MIMS [56,65,66] is a simple analytical technique with great poten-
tial for metabolomics and volatolomics. Its main advantage is the capa-
bility to be integrated onto mobile or portable field-deployable systems.
It is based on the pervaporation process, which is a three-stage proce-
dure. Sample molecules originating from the gaseous, aqueous and solid
phase absorb onto the surface of a membrane, they diffuse selectively
through the membrane inlet and they finally desorb in the vacuum sys-
tem and the MS for analysis. MIMS is ideal for in-situ applications of-
fering high sensitivity (low limits of detection (LOD) - high pptv), selec-
tivity, fast and accurate analysis (within seconds), with no or minimum
sample preparation requirements.
Qualitative metabolomic results can be treated by complete commer-
cial libraries, equipped with hundreds of thousands of different com-
pounds or built-in-house databases of reference compounds for cross-
checking. Different novel ionization approaches result to mass spec-
tra, which need to be confirmed by usually lab based spectral libraries
of standard compounds. Design of an experiment, e.g. using factorial
design, sample classification and chemometric analysis e.g. multivari-
ate statistical data analysis, principal component analysis, etc. can be
utilised to extract high value information from complicated data matri-
ces. Quantitative information is also important to understand the chem-
ical message that a compound carry and how this interferes with other
factors. The exploratory stage is followed by the validation and the mod-
elling stage, which allows to specific VOCs to become targeted.
These characteristics make MS ideal for implementation in medical
centres for on-site diagnostic purposes or on-line monitoring of spe-
cific metabolites in human exhaled breath, urine, saliva, etc. [159–162]
(Table 5).
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3.2. Portable systems
Existing mainstream portable MS-based instruments [165–171]
available in the market (Table 6) for volatolomics studies have limita-
tions and improvements are still needed. The disadvantages that they
present are mainly connected with their size, weight, power consump-
tion, as well as the mass range that they can detect and the speed of
analysis. Even when designed as fieldable instruments, their dimensions
render them to be not user friendly, difficult for transportation and
for on-site operation. They usually weight between 14.5 and 37kg with
power consumption between 120 and 600W, slow response times (s to
min) and a limited small mass range of compounds that they can detect.
Portable Fourier transform infrared (FTIR) spectroscopy and e-noses
have also the potential for on-site analysis of VOCs emitted from bio-
logical samples. The IRSpirit from SHIMADZU [150] is a compact and
lightweight FTIR spectrophotometer able to perform reliable detection
and quantification tests. A portable electronic nose called PEN from
AIRSENSE Analytics [172] is a small and robust system able to analyse
gas mixtures up to 10 components. It can provide quantitative analysis
and can be used for in-field applications of volatolomics. Cyranose®
320 [173] is also a handheld chemical sensor (array of nanocompos-
ite sensors and advanced pattern recognition algorithms) that can mea-
sure vapours and VOCs in low concentrations. Cyranose® 320 has al-
ready been utilised in medical diagnostics for breath metabolomics for
pneumonia, lung cancer, and pulmonary diseases as well as in colorec-
tal cancer and toxic exposures. It has investigated also in micro-organ-
ism volatolomics, e.g. bacterial classification or bacteria identification
in blood and urine. The portable zNose [174] is based on miniatur-
ized gas chromatography that can provide accurate chemical analysis of
complex mixtures within 60s. Due to its technical characteristics zNose
can perform on-site analysis of pathological samples and VOCs at low
ppt concentrations.
4. Conclusions
Metabolomics is a broad area of experimentation targeting the analy-
sis and comprehension of the metabolic processes occurring within an
organism. A subset of the metabolomics is volatolomics, which focuses
on the chemical investigation (detection and monitoring) of volatile
metabolites associated with in-body biological activities. VOCs analysis
has wide application in medical diagnostics, safety, forensics, nutrition
and healthcare, molecular communication, etc. Advances in detection
tools and chemical sensing systems, allow accurate measurements with
on-site real-life applications. This review paper gives an overview and
examples of volatolomics in humans, plants, insects and microorganisms
and explores current application areas. Different analytical techniques
for volatolomics have been discussed with extensive consideration of
MS-based instruments. Portable systems with field analytical chemistry
capabilities are also presented alongside their technical characteristics.
References
[1] W.B. Dunn, D.I. Ellis, Metabolomics: current analytical platforms and methodolo-
gies, Trends Anal. Chem. 24 (2005) 285–294.
[2] J.G. Bundy, M.P. Davey, M.R. Viant, Environmental metabolomics: a critical re-
view and future perspectives, Metabolomics 5 (2009) 3–21.
[3] K.K. Chow, M. Short, H. Zeng, A comparison of spectroscopic techniques for hu-
man breath analysis, Biomed. Spectrosc. Imaging 1 (2012) 339–353.
[4] Human Metabolome Database (HMDB), in: http://www.hmdb.ca/, Accessed 22
September 2018.
[5] C.Y. Lin, M.R. Viant, R.S. Tjeerdema, Metabolomics: methodologies and applica-
tions in the environmental sciences, J. Pestic. Sci. 31 (2006) 245–251.
[6] Y.Y. Broza, L. Zuri, H. Haick, Combined volatolomics for monitoring of human
body chemistry, Sci. Rep. 4 (4611) (2014) 1–6.
[7] J. Bouhlela, D.J.R. Bouveressea, S. Abouelkaram, E. Baéza, C. Jondreville, A.
Travel, J. Ratel, E. Engel, D.N. Rutledge, Comparison of common components
analysis with principal components analysis and independent components analy-
sis: application to SPME-GC-MS volatolomic signatures, Talanta 178 (2018)
854–863.
[8] S. Giannoukos, B. Brkić, S. Taylor, A. Marshall, G.F. Verbeck, Chemical sniffing
instrumentation for security applications, Chem. Rev. 116 (2016) 8146–8172.
[9] M. Phillips, R.N. Cataneo, A. Chaturvedi, P.D. Kaplan, M. Libardoni, M. Mundada,
U. Patel, X. Zhang, Detection of an extended human volatome with comprehen-
sive two-dimensional gas chromatography time-of-flight mass spectrometry, PLoS
One 8 (2013), e75274.
[10] G.A. Mills, V. Walker, Headspace solid-phase microextraction profiling of volatile
compounds in urine: application to metabolic investigations, J. Chromatogr. B
753 (2001) 259–268.
[11] P. Mochalski, J. King, A. Kupferthaler, K. Unterkofler, H. Hinterhuber, A. Amann,
Measurement of isoprene solubility in water, human blood and plasma by multi-
ple headspace extraction gas chromatography coupled with solid phase microex-
traction, J. Breath Res. 5 (2011), 046010.
[12] M. Kusano, E. Mendez, K.G. Furton, Development of headspace SPME method for
analysis of volatile organic compounds present in human biological specimens,
Anal. Bioanal. Chem. 400 (2011) 1817–1826.
[13] H. AL-Kateb, B. de Lacy Costello, N. Ratcliffe, An investigation of volatile organic
compounds from the saliva of healthy individuals using headspace-trap/GC-MS,
J. Breath Res. 7 (2013), 036004.
[14] N. Shehada, G. Brönstrup, K. Funka, S. Christiansen, M. Leja, H. Haick, Ultrasensi-
tive silicon nanowire for real-world gas sensing: noninvasive diagnosis of cancer
from breath, Volatolome 15 (2014) 1288–1295.
[15] K. Schulz-Bohm, L. Martín-Sánchez, P. Garbeva, Microbial volatiles: small
molecules with an important role in intra- and inter-kingdom interactions, Front.
Microbiol. 8 (2017) 1–10.
[16] M. Bunge, N. Araghipour, T. Mikoviny, J. Dunkl, R. Schnitzhofer, A. Hansel, F.
Schinner, A. Wisthaler, R. Margesin, T.D. Mark, On-line monitoring of microbial
volatile metabolites by proton transfer reaction-mass spectrometry, App. Environ.
Biol. 74 (2008) 2179–2186.
[17] D. Minerdi, S. Bossi, M.L. Gullino, A. Garibaldi, Volatile organic compounds: a
potential direct long-distance mechanism for antagonistic action of Fusarium
oxysporum strain MSA 35, Environ. Microbiol. 11 (2009) 844–854.
[18] S. Giannoukos, A. Marshall, S. Taylor, J. Smith, Molecular communication over
gas stream channels using portable mass spectrometry, J. Am. Soc. Mass Spec-
trom. 28 (2017) 2371–2383.
[19] S. Giannoukos, D. McGuiness, A. Marshall, J. Smith, S. Taylor, A chemical alpha-
bet for macromolecular communications, Anal. Chem. 90 (2018) 7739–7746.
[20] D. McGuiness, S. Giannoukos, A. Marshall, S. Taylor, Parameter analysis in
macro-scale molecular communications using advection-diffusion, IEEE Access
6 (2018) 46706–46717.
[21] D. McGuiness, A. Marshall, S. Taylor, S. Giannoukos, Asymmetrical inter-symbol
interference in macro-scale molecular communications, In: Proceedings of the 5th
ACM International Conference on Nanoscale Computing and Communication, Ice-
land, 2018.
[22] J. Yuan, M. Zhao, R. Li, Q. Huang, W. Raza, C. Rensing, Q. Shen, Microbial
volatile compounds alter the soil microbial community, Environ. Sci. Pollut. Res.
24 (2017) 22485–22493.
[23] C. Liao, A. Gock, M. Michie, B. Morton, A. Anderson, S. Trowell, Behavioural and
genetic evidence for C. elegans' ability to detect volatile chemicals associated
with explosives, PLoS ONE 5 (2010) 1–9.
[24] K. Wenke, M. Kai, B. Piechulla, Belowground volatiles facilitate interactions be-
tween plant roots and soil organisms, Planta 231 (2010) 499–506.
[25] M. Heil, W.G. Land, Danger signals – damaged-self recognition across the tree of
life, Front. Plant Sci. 5 (2014) https://doi.org/10.3389/fpls.2014.00578.
[26] H.A. Tahir, Q. Gu, H. Wu, W. Raza, A. Hanif, L. Wu, M.V. Colman, X. Gao, Plant
growth promotion by volatile organic compounds produced by Bacillus subtilis
SYST2, Front. Microbiol. 8 (2017) https://doi.org/10.3389/fmicb.2017.00171.
[27] F. Amin, V. Razdan, F. Mohiddin, K. Bhat, P. Sheikh, Effect of volatile metabolites
of Trichoderma species against seven fungal plant pathogens in-vitro, J. Phytol.
2 (2010) 34–37.
[28] V. Cordovez, L. Mommer, K. Moisan, D. Lucas-Barbosa, R. Pierik, R. Mumm, V.J.
Carrion, J.M. Raaijmakers, Plant phenotypic and transcriptional changes induced
by volatiles from the fungal root pathogen Rhizoctonia solani, Front. Plant Sci.
8 (2017) https://doi.org/10.3389/fpls.2017.01262.
[29] R.M.C. Jansen, J. Wildt, I.F. Kappers, H.J. Bouwmeester, J.W. Hofstee, E.J. van
Henten, Detection of diseased plants by analysis of volatile organic compound
emission, Annu. Rev. Phytopathol. 49 (2011) 157–174.
[30] S. Sankaran, A. Mishra, R. Ehsani, C. Davis, A review of advanced techniques for
detecting plant diseases, Comput. Electron. Agric. 72 (2010) 1–13.
[31] D. Tholl, W. Boland, A. Hansel, F. Loreto, U.S.R. Rose, J.P. Schnitzler, Practical
approaches to plant volatile analysis, Plant J. 45 (2006) 540–560.
[32] F. Biasoli, C. Yeretzian, T.D. Mark, J. Dewulf, H.V. Langenhove, Direct-injection
mass spectrometry adds the time dimension to (B)VOC analysis, Trends Anal.
Chem. 30 (2011) 1003–1017.
[33] H. Lappalainen, S. Sevanto, J. Back, T. Ruuskanen, P. Kolari, R. Taipale, J. Rinne,
M. Kulmala, P. Hari, Day-time concentrations of biogenic volatile organic com-
pounds in a boreal forest canopy and their relation to environmental and biologi-
cal factors, Atmos. Chem. Phys. 9 (2009) 5447–5459.
[34] J. Murphy, D. Oram, C. Reeves, Measurements of volatile organic compounds
over West Africa, Atmos. Chem. Phys. 10 (2010) 5281–5294.
[35] M. Northway, J. de Gouw, D. Fahey, R. Gao, C. Warneke, J. Roberts, F. Flocke,
Evaluation of the role of heterogeneous oxidation of alkenes in the detection of
atmospheric acetaldehyde, Atmos. Chem. Phys. 38 (2004) 6017–6028.
9
UN
CO
RR
EC
TE
D
PR
OO
F
S. Giannoukos et al. Journal of Chromatography B xxx (2018) xxx-xxx
[36] E. Pegoraro, A. Rey, L. Abrell, J. Vanharen, G. Lin, Drought effect on isoprene
production and consumption in biosphere 2 tropical rainforest, Glob. Chang. Biol.
12 (2006) 456–469.
[37] U. Poschl, J. Williams, P. Hoor, H. Fischer, P. Crutzen, C. Warneke, R. Holzinger,
A. Hansel, A. Jordan, W. Lindinger, H.A. Scheeren, W. Peters, J. Lelieveld, High
acetone concentrations throughout the 0–12km altitude range over the tropical
rainforest in Surinam, J. Atmos. Chem. 38 (2001) 115–132.
[38] J. Rinne, T. Douffet, Y. Prigent, P. Durand, Field comparison of disjunct and con-
ventional eddy covariance techniques for trace gas flux measurements, Environ.
Pollut. 152 (2008) 630–635.
[39] J. Rinne, T. Ruuskanen, A. Reissell, R. Taipale, H. Hakola, M. Kulmala, On-line
PTR-MS measurements of atmospheric concentrations of volatile organic com-
pounds in a European boreal forest ecosystem, Boreal Environ. Res. 10 (2005)
425–436.
[40] J. Rinne, R. Taipale, T. Markkanen, T. Ruuskanen, H. Hellen, M. Kajos, T. Vesala,
M. Kulmala, Hydrocarbon fluxes above a scots pine forest canopy: measurements
and modeling, Atmos. Chem. Phys. 7 (2007) 3361–3372.
[41] G. Schade, T. Custer, OVOC emissions from agricultural soil in northern Germany
during the 2003 European heat wave, Atmos. Environ. 38 (2004) 6105–6114.
[42] L. Rizzo, P. Artaxo, T. Karl, A. Guenther, J. Greenberg, Aerosol properties,
in-canopy gradients, turbulent fluxes and VOC concentrations at a pristine forest
site in Amazonia, Atmos. Environ. 44 (2010) (2010) 503–511.
[43] W.S. Lee, V. Alchanatis, C. Yang, M. Hirafuji, D. Moshou, C. Li, Sensing technolo-
gies for precision specialty crop production, Comput. Electron. Agric. 74 (2010)
2–33.
[44] S. Sankaran, L.R. Khot, S. Panigrahi, Biology and applications of olfactory sensing
system: a review, Sensors Actuators B Chem. 171-172 (2012) 1–17.
[45] A.D. Wilson, M. Baietto, Applications and advances in electronic-nose technolo-
gies, Sensors 9 (2009) 5099–5148.
[46] C. Li, G. Krewer, S.J. Kays, Blueberry postharvest disease detection using an elec-
tronic nose. ASSABE Paper No. 096783, In: ASABE Annual International Meeting,
Reno, NV, June, 2009.
[47] J. Loathawornkitkurt, J.P. Moore, J.E. Taylor, M. Possell, T.D. Gibson, C.N. He-
witt, N.D. Paul, Discrimination of plant volatile signatures by an electronic nose:
a potential technology for plant pest and disease monitoring, Environ. Sci. Tech-
nol. 42 (2008) 8433–8439.
[48] H. Zhang, J. Wang, Detection of age and insect damage incurred by wheat with
an electronic nose, J. Stored Prod. Res. 43 (2007) 489–495.
[49] F. Spinelli, M. Noferini, G. Costa, Near Infrared spectroscopy (NIRs): perspective
of fire blight detection in asymptomatic plant material. Proceeding of 10th Inter-
national Workshop on Fire Blight, Acta Hortic. 704 (2006) 87–90.
[50] M.A. Markom, A.Y. Md Shakaff, A.H. Adom, M.N. Ahmad, W. Hidayat, A.H. Ab-
dullah, N.A. Fikri, Intelligent electronic nose system for basal stem rot disease de-
tection, Comput. Electron. Agric. 66 (2009) 140–146.
[51] I. Concina, M. Falasconi, E. Gobbi, F. Bianchi, M. Musci, M. Mattarozzi, M. Pardo,
A. Mangia, M. Careri, G. Sberveglieri, Early detection of microbial contamination
in processed tomatoes by electronic nose, Food Control 20 (2009) 873–880.
[52] M. Falasconi, E. Gobbi, M. Pardo, M.D. Torre, A. Bresciani, G. Sberveglieri, Detec-
tion of toxigenic strains of Fusarium verticilliodes in corn by electronic olfactory
system, Sensors Actuators B 108 (2005) 250–257.
[53] E. Zhang, R. Ghaffari, D. Iliescu, E. Hines, M. Leeson, R. Napier, Field asymmetric
ion mobility spectrometry based plant disease detection: intelligent systems ap-
proach, In: Signal Processing for Optical Wireless Communications and Sensing,
6, IGI Global, 2011, pp. 102–115.
[54] S. Soparawalla, F.K. Tadjimukhamedov, J.S. Wiley, Z. Ouyang, R.G. Cooks, In situ
analysis of agrochemical residues on fruit using ambient ionization on a handheld
mass spectrometer, Analyst 136 (2011) 4392–4396.
[55] U.R. Bernier, D.L. Kline, C.E. Schreck, R.A. Yost, D.R. Barnard, Chemical analysis
of human skin emanations: comparison of volatiles from humans that differ in
attraction of Aedes aegypti (Diptera: Culicidae), J. Am. Mosq. Control Assoc.
18 (2002) 186–195.
[56] S. Giannoukos, B. Brkić, S. Taylor, N. France, Monitoring of human chemical sig-
natures using membrane inlet mass spectrometry, Anal. Chem. 86 (2014)
1106–1114.
[57] A.M. Curran, S.I. Rabin, P.A. Prada, K.G. Furton, Comparison of the volatile
organic compounds present in human odor using SPME-GC/MS, J. Chem. Ecol.
31 (2005) 1607–1619.
[58] A.M. Curran, S.I. Rabin, K.G. Furton, Analysis of the uniqueness and persistence
of human scent, Forensic Sci. Commun. 7 (2005) 1607–1619.
[59] World Health Organization, in: http://www.who.int/en/.
[60] S. Giannoukos, A. Agapiou, S. Taylor, Advances in chemical sensing technologies
for VOCs in breath for security/treat assessment, illicit drug detection, and hu-
man trafficking activity, J. Breath Res. 12 (2018), 027106.
[61] W. Filipiak, V. Ruzsanyi, P. Mochalski, A. Filipiak, A. Bajtarevic, C. Ager, H.
Denz, W. Hilbe, H. Jamnig, M. Hackl, A. Dzien, A. Amann, Dependence of ex-
haled breath composition on exogenous factors, smoking habits and exposure to
air pollutants, J. Breath Res. 6 (2012), 036008.
[62] J.D. Pleil, Breath biomarkers in toxicology, Arch. Toxicol. 90 (2016) 2669–2682.
[63] D.G. Robertson, Metabonomics in toxicology: a review, Toxicol. Sci. 85 (2005)
809–822.
[64] J.D. Pleil, J.W. Fisher, A.B. Lindstrom, Trichloroethene levels in human blood and
exhaled breath from controlled inhalation exposure, Environ. Health Perspect.
106 (1998) 573–580.
[65] S. Giannoukos, B. Brkić, S. Taylor, Analysis of chlorinated hydrocarbons in gas
phase using a portable membrane inlet mass spectrometer, Anal. Methods
8 (2016) 6607–6615.
[66] S. Giannoukos, M.J.A. Joseph, S. Taylor, Portable mass spectrometry for the di-
rect analysis and quantification of volatile halogenated hydrocarbons in the gas
phase, Anal. Methods 6 (2017) 910–920.
[67] J.D. Pleil, A.B. Lindstrom, Exhaled human breath measurement method for as-
sessing exposure to halogenated volatile organic compounds, Clin. Chem.
43 (1997) 723–730.
[68] W. Lindinger, A. Hansel, A. Jordan, On-line monitoring of volatile organic com-
pounds at pptv levels by means of proton-transfer-reaction mass spectrometry
(PTR-MS) – medical applications, food control and environmental research, Int. J.
Mass Spectrom. 173 (1998) 191–241.
[69] L.A. Wallace, Human exposure to volatile organic pollutants: implications for
indoor air studies, Annu. Rev. Energy Environ. 26 (2001) 269–301.
[70] H.D. Bean, J.D. Pleil, J.E. Hill, Editorial: new analytical and statistical approaches
for interpreting the relationships among environmental stressors and biomarkers,
Biomarkers 20 (2015) 1–4.
[71] J. Williams, J.D. Pleil, Crowd-based breath analysis: assessing behaviour, activity,
exposures, and emotional response of people in groups, J. Breath Res. 10 (2016)
1–5.
[72] L.H.E. Winkel, C.A. Johnson, M. Lenz, T. Grundl, O.X.A.M. Leupin, L. Charlet, En-
vironmental selenium research: from microscopic processes to global understand-
ing, Environ. Sci. Technol. 46 (2012) 571–579.
[73] J. Zheng, M. Ohata, N. Futura, Studies on the speciation of inorganic and organic
antimony compounds in airborne particulate matter by HPLC-ICP-MS, Analyst
125 (2000) 1025–1028.
[74] J. Beauchamp, F. Kirsch, A. Buettner, Real-time breath gas analysis for pharmaco-
kinetics: monitoring exhaled breath by on-line proton-transfer-reaction mass spec-
trometry after ingestion of eucalyptol-containing capsules, J. Breath Res.
4 (2010), 026006.
[75] A. Amann, G. Poupart, S. Tesler, M. Ledochowski, A. Schmid, S. Mechtcheriacov,
Applications of breath gas analysis in medicine, Int. J. Mass Spectrom.
239 (2004) 227–233.
[76] A. Wehinger, A. Schmid, S. Mechtcheriakov, M. Ledochowski, C. Grabmer, G.A.
Gastl, A. Amann, Lung cancer detection by proton transfer reaction mass-spectro-
metric analysis of human breath gas, Int. J. Mass Spectrom. 265 (2007) 49–59.
[77] X. Chen, F. Xu, Y. Wang, Y. Pan, D. Lu, P. Wang, K. Ying, E. Chen, W. Zhang, A
study of the volatile organic compounds exhaled by lung cancer cells in vitro for
breath diagnosis, Cancer 110 (2007) 835–844.
[78] D. Wu, A. Perez, A limited review of over diagnosis methods and long term ef-
fects in breast cancer screening, Oncol. Rev. 5 (2011) 143–147.
[79] M. Phillips, R.N. Cataneo, B.A. Ditkoff, P. Fisher, J. Greenberg, R. Gunawardena,
C.S. Kwon, O. Tietje, C. Wong, Prediction of breast cancer using volatile biomark-
ers in the breath, Breast Cancer Res. Treat. 99 (2006) 19–21.
[80] M. McCulloch, T. Jezierski, M. Broffman, A. Hubbard, K. Turner, T. Janecki, Diag-
nostic accuracy of canine scent detection in early- and late-stage lung and breast
cancers, Integr. Cancer Ther. 5 (2006) 30–39.
[81] G. Peng, M. Hakim, Y.Y. Broza, S. Billan, R. Abdah-Bortnyak, A. Kuten, U. Tisch,
H. Haick, Detection of lung, breast, colorectal, and prostate cancers from exhaled
breath using a single array of nanosensors, Br. J. Cancer 103 (2010) 542–551.
[82] G. Peng, M. Hakim, Y.Y. Broza, S. Billan, R. Abdah-Bortnyak, A. Kuten, U. Tisch,
H. Haick, Detection of lung, breast, colorectal, and prostate cancers from exhaled
breath using a single array of nanosensors, Br. J. Cancer 103 (2010) 542–551.
[83] G. MacGregor, S. Ellis, J. Andrews, M. Imrie, A. Innes, A.P. Greening, S. Cunning-
ham, Breath condensate ammonium is lower in children with chronic asthma,
Eur. Respir. J. 26 (2005) 271–276.
[84] C.E. Garner, S. Smith, B.L. Costello, P. White, R. Spenser, C.S.J. Probert, N.M.
Ratcliffe, Volatile organic compounds from feces and their potential for diagnosis
of gastrointestinal disease, FASEB J. 21 (2007) 1675–1688.
[85] C.S.J. Probert, I. Ahmed, T. Khalid, E. Johnson, S. Smith, N. Ratcliffe, Volatile
organic compounds as diagnostic biomarkers in gastrointestinal and liver
diseases, J. Gastrointestin. Liver Dis. 18 (2009) 337–343.
[86] T. Khalid, R. Aggio, P. White, B. Costello, R. Persad, H. Al-Kateb, P. Jones, C.S.
Probert, N. Ratcliffe, Urinary volatile organic compounds for the detection of
prostate cancer, PLoS One 10 (2015), e0143283.
[87] R. Di Cagno, C.G. Rizzello, F. Gagliardi, P. Ricciuti, M. Ndagijimana, R. Francav-
illa, M.E. Guerzoni, C. Crecchio, M. Gobbetti, M. De Angelis, Different fecal mi-
crobiotas and volatile organic compounds in treated and untreated children with
celiac disease, Appl. Environ. Microbiol. 75 (2009) 3963–3971.
[88] J.H. Miyazaki, S. Sakao, Y. Katoh, T. Takehara, Correlation between volatile sul-
phur compounds and certain oral health measurements in the general population,
J. Periodontol. 66 (1995) 679–684.
[89] Y. Makino, T. Yamaga, A. Yoshihara, K. Nohno, H. Miyazaki, Association between
volatile sulfur compounds and periodontal disease progression in elderly
non-smokers, J. Periodontol. 83 (2012) 635–643.
[90] Zurich Exhalomics, in: https://www.hochschulmedizin.uzh.ch/en/projekte/
zurich-exhalomics/projekt-details.html, Accessed 22 September 2018.
[91] B. Buszewski, M. Kesy, T. Ligor, A. Amann, Human exhaled air analytics: bio-
markers of diseases, Biomed. Chromatogr. 21 (2007) 553–566.
[92] C. Wang, P. Sahay, Breath analysis using laser spectroscopic techniques: breath
biomarkers, spectral fingerprints, and detection limits, Sensors 9 (2009)
8230–8262.
[93] M.N. Sanchez, E.H. Garcıa, J.L. Pavon, B.M. Cordero, Fast analytical methodology
based on mass spectrometry for the determination of volatile biomarkers in
saliva, Anal. Chem. 84 (2012) 379–385.
[94] P. Mochalski, J. King, M. Klieber, K. Unterkofler, H. Hinterhuber, M. Baumann, A.
Amann, Blood and breath levels of selected volatile organic compounds in
healthy volunteers, Analyst 138 (2013) 2134–2145.
[95] P. Lirk, F. Bodrogi, J. Rieder, Medical applications of proton transfer reac-
tion-mass spectrometry: ambient air monitoring and breath analysis, Int. J. Mass
Spectrom. 239 (2004) 221–226.
[96] N. Shehada, G. Brönstrup, K. Funka, S. Christiansen, M. Leja, H. Haick, Ultrasensi-
tive silicon nanowire for real-world gas sensing: noninvasive diagnosis of cancer
from breath, Volatolome 15 (2014) 1288–1295.
10
UN
CO
RR
EC
TE
D
PR
OO
F
S. Giannoukos et al. Journal of Chromatography B xxx (2018) xxx-xxx
[97] C.L. Whittle, S. Fakharzadeh, J. Eades, G. Preti, Human breath odors and their
use in diagnosis, Ann. N. Y. Acad. Sci. 1098 (2007) 252–266.
[98] D. Guo, D. Zhang, N. Li, L. Zhang, J. Yang, A novel breath analysis system based
on electronic olfaction, IEEE Trans. Biomed. Eng. 57 (2011) 2753–2763.
[99] J.D. Fenske, S.E. Paulson, Human breath emissions of VOCs, Air Waste Manage.
Assoc. 49 (1999) 594–598.
[100] P. Mochalski, H. Wiesenhofer, M. Allers, S. Zimmermann, A.T. Guntner, N.J.
Pineau, A. Agapiou, C.A. Mayhew, V. Ruzsanyi, Monitoring selected skin- and
breath-borne volatile organic compounds emitted from the human body using gas
chromatography ion mobility spectrometry (GC-IMS), J. Chromatogr. B Anal.
Technol. Biomed. Life Sci. (2018) https://doi.org/10.1016/j.jchromb.2018.01.
013.
[101] O.A. Ajibola, D. Smith, P. Spanel, G.A.A. Ferns, Effects of dietary nutrients on
volatile breath metabolites, J. Nutr. Sci. 2 (2013) 1–15.
[102] N. O'Callaghan, M. Noakes, Meeting report from “Frontiers in nutritional science:
nutritional metabolomics”, Nutrients 6 (2014) 3451–3459.
[103] K. Musa-Veloso, S.S. Likhodii, S.C. Cunnane, Breath acetone is a reliable indicator
of ketosis in adults consuming ketogenic meals, Am. J. Clin. Nutr. 76 (2002)
65–70.
[104] A. Jones, S. Rossner, False-positive breath-alcohol test after a ketogenic diet, Int.
J. Obes. 31 (2007) 559–561.
[105] M. Denker, M. Parat-Wilhelms, G. Drichelt, J. Paucke, A. Luger, K. Borcherding,
W. Hoffmann, H. Steinhart, Investigation of the retronasal flavour release during
the consumption of coffee with additions of milk constituents by ‘oral breath
sampling’, Food Chem. 98 (2006) 201–208.
[106] J. Taucher, A. Hansel, A. Jordan, W. Lindinger, Analysis of compounds in human
breath after ingestion of garlic using proton-transfer-reaction mass spectrometry,
J. Agric. Food Chem. 44 (1996) 3778–3782.
[107] M.T. Gaugg, D.G. Gomez, C. Barrio-Collado, G. Vidal-de-Miguel, M. Kohler, R.
Zenobi, P. Martinez-Lozano Sinues, Expanding metabolite coverage of real-time
breath analysis by coupling a universal secondary electrospray ionization source
and high resolution mass spectrometry—a pilot study on tobacco smokers, J.
Breath Res. 10 (2016), 016010.
[108] A. Jordan, A. Hansel, R. Holzinger, W. Lindinger, Acetonitrile and benzene in the
breath of smokers and non-smokers investigated by proton transfer reaction mass
spectrometry (PTR-MS), Int. J. Mass Spectrom. Ion Process. 148 (1995) L1–L3.
[109] I. Kushch, K. Schwarz, L. Schwentner, B. Baumann, A. Dzien, A. Schmid, K. Un-
terkofler, G. Gastl, P. Spaněl, D. Smith, A. Amann, Compounds enhanced in a
mass spectrometric profile of smokers' exhaled breath versus non-smokers as de-
termined in a pilot study using PTR-MS, J. Breath Res. 2 (2008), 026002.
[110] P. Prazeller, T. Karl, A. Jordan, R. Holzinger, A. Hansel, W. Lindinger, Quantifica-
tion of passive smoking using proton-transfer-reaction mass spectrometry, Int. J.
Mass Spectrom. 178 (1998) L1–L4.
[111] J.D. Pleil, T. Risby, J. Herbig, Breath biomonitoring in national security assess-
ment, forensic THC testing, biomedical technology and quality assurance applica-
tions: report from PittCon 2016, J. Breath Res. 10 (2016) 1–3.
[112] Cannabix Technologies Inc, BC, USA http://www.cannabixtechnologies.com/, Ac-
cessed 22 September 2018.
[113] Hound labs Inc, CA, USA http://houndlabs.com/, Accessed 22 September 2018.
[114] O. Beck, S. Sandqvist, I. Dubbelboer, J. Franck, Detection of Δ⁠9-tetrahydro-
cannabinol in exhaled breath collected from Cannabis users, J. Anal. Toxicol.
35 (2011) 541–544.
[115] O. Beck, N. Stephanson, S. Sandqvist, J. Franck, Detection of drugs of abuse in ex-
haled breath using a device for rapid collection: comparison with plasma, urine
and self-reporting in 47 drug users, J. Breath Res. 7 (2013), 026006.
[116] M.T. Costanzo, J.J. Boock, R.H.J. Kemperman, M.S. Wei, C.R. Beekman, R.A.
Yost, Portable FAIMS: applications and future perspectives, Int. J. Mass Spectrom.
422 (2016) 188–196.
[117] Second Generation Locator for Urban Search and Rescue Operations, in: https://
cordis.europa.eu/project/rcn/88100_en.html, Accessed 22 September 2018.
[118] Deployable SAR Integrated Chain with Unmanned Systems, in: https://cordis.
europa.eu/result/rcn/186817_en.html, Accessed 22 September 2018.
[119] ICARUS, in: http://www.fp7-icarus.eu/, Accessed 22 September 2018.
[120] TOXI-triage, in: http://toxi-triage.eu/, Accessed 22 September 2018.
[121] J. Rudnicka, P. Mochalski, A. Agapiou, M. Statheropoulos, A. Amann, B.
Buszewski, Application of ion mobility spectrometry for the detection of human
urine, Anal. Bioanal. Chem. 398 (2010) 2031–2038.
[122] M. Statheropoulos, E. Sianos, A. Agapiou, A. Georgiadou, A. Pappa, N. Tzamtzis,
H. Giotaki, C. Papageorgiou, D. Kolostoumbis, Preliminary investigation of using
volatile organic compounds from human expired air, blood and urine for locating
entrapped people in earthquakes, J. Chromatogr. B 822 (2005) 112–117.
[123] R. Huo, A. Agapiou, V. Bocos-Bintintan, L.J. Brown, C. Burns, C.S. Creaser, N.A.
Devenport, B. Gao-Lau, C. Guallar-Hoyas, L. Hildebrand, A. Malkar, H.J. Martin,
V.H. Moll, P. Patel, A. Ratiu, J.C. Reynolds, S. Sielemann, R. Slodzynski, M.
Statheropoulos, M.A. Turner, W. Vautz, V.E. Wright, C.L.P. Thomas, The trapped
human experiment, J. Breath Res. 5 (2011) 1–12.
[124] V. Wolfgang, R. Slodzynski, C. Hariharan, L. Seifert, J. Nolte, R. Fobbe, S. Siele-
mann, B.C. Lao, R. Huo, C.L.P. Thomas, L. Hildebrand, Detection of metabolites
of trapped humans using ion mobility spectrometry coupled with gas chromatog-
raphy, Anal. Chem. 85 (2013) 2135–2142.
[125] W. Vautz, R. Slodzynski, C. Hariharan, L. Seifert, J. Nolte, R. Fobbe, S. Sielemann,
B.C. Lao, R. Huo, C.L.P. Thomas, L. Hildebrand, Detection of metabolites of
trapped humans using ion mobility spectrometry coupled with gas chromatogra-
phy, Anal. Chem. 85 (2013) 2135–2142.
[126] M. Statheropoulos, A. Agapiou, E. Zorba, K. Mikedi, S. Karma, G.C. Pallis, C.
Eliopoulos, C. Spiliopoulou, Combined chemical and optical methods for monitor-
ing the early decay stages of surrogate human models, Forensic Sci. Int.
210 (2011) 154–163.
[127] A. Agapiou, A. Amann, P. Mochalski, M. Statheropoulos, C.L.P. Thomas, Trace de-
tection of endogenous human volatile organic compounds for search, rescue and
emergency applications, Trends Anal. Chem. 66 (2015) 158–175.
[128] A.T. Guntner, N.J. Pineau, P. Mochalski, H. Wiesenhofer, A. Agapiou, C.A. May-
hew, S.E. Pratsinis, Sniffing entrapped humans with sensor arrays, Anal. Chem.
90 (2018) 4940–4945.
[129] A. Amann, B.L. Costello, W. Miekisch, J. Schubert, B. Buszewski, J. Pleil, N. Rat-
cliffe, T. Risby, The human volatilome: volatile organic compounds (VOCs) in ex-
haled breath, skin emanations, urine, feces and saliva, J. Breath Res. 8 (2014)
1–17.
[130] E. Kaufman, I.B. Lamster, The diagnostic applications of saliva-a review, Crit.
Rev. Oral Biol. Med. 13 (2002) 197–212.
[131] E. Kaufman, I.B. Lamster, Analysis of saliva for periodontal diagnosis—a review,
J. Clin. Periodontol. 27 (2002) 453–465.
[132] E. Kaufman, I.B. Lamster, The diagnostic applications of saliva—a review, Crit.
Rev. Oral Biol. Med. 13 (2002) 197–212.
[133] H.A. Soini, I. Klouckova, D. Wiesler, E. Oberzaucher, K. Grammer, S.J. Dixon, Y.
Xu, R.G. Brereton, D.J. Penn, M.V. Novotny, Analysis of volatile organic com-
pounds in human saliva by a static sorptive extraction method and gas chro-
matography-mass spectrometry, J. Chem. Ecol. 36 (2010) 1035–1042.
[134] T. Abaffy, M.G. Moller, D.D. Riemer, C. Milikowski, R.A. DeFazio, Comparative
analysis of volatile metabolomics signals from melanoma and benign skin: a pilot
study, Metabolomics 9 (2013) 998–1008.
[135] R.B. Jacoby, J.C. Brahms, S.A. Ansari, J. Mattai, Detection and quantification of
apocrine secreted odor-binding protein on intact human axillary skin, Int. J. Cos-
met. Sci. 26 (2014) 37–46.
[136] P. Mochalski, K. Unterkofler, H. Hinterhuber, A. Amann, Monitoring of selected
skin-borne volatile markers of entrapped humans by selective reagent ionization
time of flight mass spectrometry in NO⁠+ mode, Anal. Chem. 86 (2014)
3915–3923.
[137] C.D. Natale, A. Macagnano, R. Paolesse, E. Tarizzo, A. Mantini, A.D. Amico, Hu-
man skin odor analysis by means of an electronic nose, Sensors Actuators B
Chem. 65 (2000) 216–219.
[138] W. Miekisch, J.K. Schubert, D.A. Vagts, K. Geiger, Analysis of volatile disease
markers in blood, Clin. Chem. 47 (2001) 1053–1060.
[139] S.L. Forbes, K.A. Perrault, P.H. Stefanuto, K.D. Nizio, J.F. Focant, Comparison of
the decomposition VOC profile during winter and summer in a moist, mid-lati-
tude (Cfb) climate, PLoS One 9 (2014), e113681.
[140] S.L. Forbes, K.A. Perrault, Decomposition odour profiling in the air and soil sur-
rounding vertebrate carrion, PLoS One 9 (2014), e95107.
[141] M. Statheropoulos, C. Spiliopoulou, A. Agapiou, A study of volatile organic com-
pounds evolved from the decaying human body, Forensic Sci. Int. 153 (2005)
147–155.
[142] L.M. Swann, S.L. Forbes, S.W. Lewis, Analytical separations of mammalian de-
composition products for forensic science: a review, Anal. Chim. Acta 682 (2010)
9–22.
[143] M.E. Cablk, E.E. Szelagowski, J.C. Sagebiel, Characterization of the volatile or-
ganic compounds present in the headspace of decomposing animal remains, and
compared with human remains, Forensic Sci. Int. 220 (2012) 118–125.
[144] A.A. Vass, R.R. Smith, C.V. Thompson, M.N. Burnett, N. Dulgerian, B.A. Ecken-
rode, Odor analysis of decomposing buried human remains, J. Forensic Sci.
53 (2008) 384–391.
[145] M. Statheropoulos, A. Agapiou, C. Spiliopoulou, G.C. Pallis, E. Sianos, Environ-
mental aspects of VOCs evolved in the early stages of human decomposition, Sci.
Total Environ. 385 (2007) 221–227.
[146] S. Giannoukos, B. Brkić, S. Taylor, N. France, Membrane inlet mass spectrometry
for homeland security and forensic applications, J. Am. Soc. Mass Spectrom.
26 (2015) 231–239.
[147] B. Brkić, S. Giannoukos, N. France, R. Murcott, F. Siviero, S. Taylor, Optimized
DLP linear ion trap for a portable non-scanning mass spectrometer, Int. J. Mass
Spectrom. 369 (2014) 30–35.
[148] B. Brkić, S. Giannoukos, N. France, A. Janulyte, Y. Zerega, S. Taylor, Modeling of
an ion source lens system for sensitivity enhancement in a non-scanning linear
ion trap, Int. J. Mass Spectrom. 353 (2013) 36–41.
[149] Agilent Technologies, in: https://www.agilent.com/, Accessed 22 September
2018.
[150] Shimadzu Coorporation, in: https://www.shimadzu.com/, Accessed 22 September
2018.
[151] Thermo Fisher Scientific, in: https://www.thermofisher.com/us/en/home.html,
Accessed 22 September 2018.
[152] Bruker, in: https://www.bruker.com/, Accessed 22 September 2018.
[153] D. Smith, P. Španěl, Direct, rapid quantitative analyses of BVOCs using SIFT-MS
and PTR-MS obviating sample collection, TrAC Trends Anal. Chem. 30 (2011)
945–959.
[154] C. Turner, P. Spanel, D. Smith, A longitudinal study of ammonia, acetone, and
propanol in the exhaled breath of 30 subjects using selected ion flow tube mass
spectrometry, SIFT-MS, Physiol. Meas. 27 (2006) 321–337.
[155] C. Turner, P. Spanel, D. Smith, A longitudinal study of breath isoprene in healthy
volunteers using selected ion flow tube mass spectrometry (SIFT-MS), Physiol.
Meas. 27 (2006) 13–22.
[156] C. Turner, P. Spanel, D. Smith, A longitudinal study of ethanol and acetaldehyde
in the exhaled breath of healthy volunteers using selected ion flow-tube mass
spectrometry, Rapid Commun. Mass Spectrom. 20 (2006) 61–68.
[157] C. Turner, P. Spanel, D. Smith, A longitudinal study of methanol in the exhaled
breath of 30 healthy volunteers using selected ion flow tube mass spectrometry,
SIFT-MS, Physiol. Meas. 27 (2006) 637–648.
[158] M. Righettoni, A. Schmid, A. Amann, S.E. Pratsinis, Correlations between blood
glucose and breath components from portable gas sensors and PTR-TOF-MS, J.
Breath Res. 7 (2013), 037110.
11
UN
CO
RR
EC
TE
D
PR
OO
F
S. Giannoukos et al. Journal of Chromatography B xxx (2018) xxx-xxx
[159] M.K. Nakhleh, H. Haick, M. Humbert, S. Cohen-Kaminsky, Volatolomics of breath
as an emerging frontier in pulmonary arterial hypertension, Eur. Respir. J.
49 (2017) 1601897.
[160] P. Devillier, H. Salvator, E. Naline, L.J. Couderc, S. Grassin-Delyle, Metabolomics
in the diagnosis and pharmacotherapy of lung diseases, Curr. Pharm. Des.
23 (2017) 2050–2059.
[161] R. Vishinkin, H. Haick, Nanoscale sensor technologies for disease detection via
volatolomics, Small 11 (2015) 6142–6164.
[162] Y.Y. Broza, P. Mochalski, V. Ruzsanyi, A. Amann, H. Haick, Hybrid volatolomics
and disease detection, Angew. Chem. Int. Ed. Eng. 54 (2015) 11036–11048.
[163] M.R. McCurdy, Y. Bakhirkin, G. Wysocki, R. Lewicki, F.K. Tittel, Recent advances
of laserspectroscopy-based techniques for applications in breath analysis, J.
Breath Res. 1 (2007), 014001.
[164] C. Wang, P. Sahay, Breath analysis using laser spectroscopic techniques: breath
biomarkers, spectral fingerprints, and detection limits, Sensors 9 (2009)
8230–8262.
[165] http://www.kore.co.uk/ms-200.htm, Accessed 22 September 2018.
[166] http://torion.com/products/tridion.html, Accessed 22 September 2018.
[167] http://gs.flir.com/uploads/file/products/brochures/griffin_400.pdf, Accessed 22
September 2018.
[168] http://www.oico.com/documentlibrary/3896flyer.pdf, Accessed 22 September
2018.
[169] http://www.essco.com/products/ecosys/, Accessed 22 September 2018.
[170] http://fittulsa.com/dq1000.php, Accessed 22 September 2018.
[171] Q-Technologies Ltd, Liverpool, UK http://q-technologies.co.uk/, Accessed 22 Sep-
tember 2018.
[172] AIRSENSE Analytics, in: https://airsense.com/en, Accessed 22 September 2018.
[173] Sensigent Intelligent Sensing Solutions, in: http://www.sensigent.com/index.
html, Accessed 22 September 2018.
[174] Electronic Sensor Technology, in: http://www.estcal.com/, Accessed 22 Septem-
ber 2018.
12
